
1.  Initial Positioning
Insert belts downward through operative side 
belt slots with white labels facing medially.

Place the RAMP on the OR table leg section 
under the operative leg, with the Achilles 
tendon resting on the tallest footrest.

4.  Lateral Support 
Position the lateral support to keep the knee pointing 
straight up in both extension and hyperflexion. 

In some cases, placing a bump under the operative or non-oper-
ative hip can increase stability.

2.  Adjust Position
Slightly adjust position to the surgeon’s preference. 

In some cases, 90 degrees of flexion is desired with the foot on 
the 3rd footrest.

3.  Secure Belts
- Loop belts under the OR table or specific leg section.
- Run belts up through medial side belt slots, then secure the           
_Velcro firmly.

5.  Draping
Push drape layers down between footrests to allow the heel 
to rest easily in all positions. 
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Disclaimer: Read and understand the RAMP user manual before using this equipment.
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Need the Technique Guide
in another language?

Scan here!


